Cone-beam CT (CBCT) images are routinely acquired to verify patient position in radiotherapy (RT), but are typically not calibrated in Hounsfield Units (HU) and feature non-uniformity due to X-ray scatter and detector persistence effects. This prevents direct use of CBCT for re-calculation of RT delivered dose. We previously developed a prior-image based correction method to restore HU values and improve uniformity of CBCT images. Here we validate the accuracy with which corrected CBCT can be used for dosimetric assessment of RT delivery, using CBCT images and RT plans for 45 patients including pelvis, lung and head sites. Dose distributions were calculated based on each patient's original RT plan and using CBCT image values for tissue heterogeneity correction. Clinically relevant dose metrics were calculated (e.g. median and minimum target dose, maximum organ at risk dose). Accuracy of CBCT based dose metrics was determined using an "override ratio" method where the ratio of the dose metric to that calculated on a bulk-density assigned version of the image is assumed to be constant for each patient, allowing comparison to "gold standard" CT. For pelvis and head images the proportion of dose errors >2% was reduced from 40% to 1.3% after applying shading correction. For lung images the proportion of dose errors >3% was reduced from 66% to 2.2%. Application of shading correction to CBCT images greatly improves their utility for dosimetric assessment of RT delivery, allowing high confidence that CBCT dose calculations are accurate within 2-3%.
INTRODUCTION
Cone-beam CT (CBCT) images are routinely acquired to verify patient position in radiotherapy (RT) 1 . However CBCT images are typically not calibrated in Hounsfield Units (HU) and suffer from non-uniformity due to X-ray scatter, patient motion and detector persistence effects [2] [3] [4] . This means the tissue densities from CBCT cannot be used directly for re-calculation of RT delivered dose based on the image of the day.
Various methods have been introduced to enable radiotherapy dose calculations based on CBCT images.These include scatter corrections 5, 6 , deformable registration with planning CT [7] [8] [9] , and uniformity corrections incorporating prior-information either in projection space 10 or reconstructed image space 11 .
We previously developed a prior-image based correction method to restore HU values and improve uniformity of CBCT images 12 . Here we validate the accuracy with which corrected CBCT can be used for dosimetric assessment of RT delivery, based on a large sample of clinical images at three different anatomical sites. 
Shading correction algorithm
All CBCT images were processed to restore HU values and remove non-uniformity artifacts using an updated and optimized version of a previously reported correction algorithm 12 , referred to here as the "shading correction". The correction uses prior information from a high-quality, fan-beam CT image of the patient acquired prior to treatment for use in RT planning. First the image histograms of the CT and CBCT images are compared to derive a linear scaling to be applied to the CBCT image which best matches the main histogram peak positions (air and soft tissue) to the CT image. The CT image is then rigidly registered to the CBCT and resampled onto the CBCT pixel matrix. Next regions representing soft-tissue are segmented in both images and all other regions (e.g. air, lung, bone) are removed before being filled by interpolation from surrounding soft-tissue areas. The CBCT image is then divided by the CT image to create a "shading map" indicating the relative brightness of each pixel in the CBCT image compared to the CT. Finally the shading map is smoothed so that it retains only low frequency variations in image brightness, before being applied to the CBCT image as a correction map to produce the final corrected image. Figure 1 shows an example pelvis CBCT image before and after application of the shading correction. Modifications to the correction algorithm used in this work include reimplementing it completely in C++, using the Insight Toolkit (ITK) for image registration and segmentation tasks; optimising the histogram scaling part of the algorithm to remove the need for hard-coded image-specific parameters; adding additional processing steps to allow the processing of lung images. Figure 1 . Pelvis CT and CBCT images before and after application of the shading correction (all displayed with window level 0, width 600). RT dose distributions are overlaid to illustrate the effect of using raw CBCT image values for heterogeneity correction.
CBCT based dosimetric assessment of RT delivery
All images were imported to the Pinnacle RT planning system (Philips Radiation Oncology Systems, Fitchburg, WI, USA), where the patient's original RT plan was used to recalculate the RT dose distribution using the CBCT image values as the basis for heterogeneity correction (taking into account X-ray attenuation properties of tissues with different density). Further details of the treatment sites and treatment plans used are given in table 1. CBCT images were only included in the study if the field of view (FOV) was sufficient to calculate dose in all relevant areas. Usually this means that the FOV should encompass the patient outline at all points where it is traversed by the radiotherapy beams. This requirement is satisfied for the majority of pelvis or thorax patients imaged with Medium or Large FOV (41 cm or 50 cm diameter). H&N patients are typically imaged with Small FOV (26 cm) which is not large enough to encompass the patient surface below the level of the shoulders. Hence it is not possible to calculate dose based on the CBCT image in this region unless some method is used to re-create the missing patient surface position. In this study we chose to only evaluate dose to the primary disease target volume for H&N patients, and did not consider dose to any nodal target volume that may extend below the level of the shoulders. Three clinically relevant dose metrics were calculated for each plan: median or mean dose to Planning Target Volume (PTV), Dose covering 99% or 95% of PTV (D 99 or D 95 ) or minimum dose to 1cc of PTV, and organ at risk (OAR) dose metric(s) relevant to the anatomic site: volume of rectum receiving greater than 40Gy (V 40Gy ) for pelvis plans, maximum dose to spinal cord (SC) for lung plans, contralateral parotid mean dose and maximum dose to SC for H&N plans.
Override ratio validation method
Because of anatomical changes between the planning CT and CBCT images, it is not expected that the dose metric calculated on CBCT should be identical to that calculated on CT. Instead we repeat the dose calculation after applying bulk density overrides to the image, and calculate the ratio of the dose metric before and after applying the density override (the "override ratio"). We expect that this ratio should remain constant for a particular patient and RT plan. This is because the error introduced by applying the bulk override depends mainly on the individual patient's tissue densities and the path length through different tissues traversed by each beam, factors that will remain approximately constant for a particular patient/plan. Hence the errors in CBCT-based dose calculation can be revealed by comparing the CBCT override-ratio to that calculated from the planning CT image (the gold standard). For pelvis and H&N images all tissue within the body contour was assigned density of 1 gcm 3 . For lung images the lung tissue was also assigned a uniform density based on the mean lung HU for that patient. For pelvis images, any regions of gas in the rectum or bowel were also overridden with a density of 1 gcm 3 when calculating dose using heterogeneity correction based on the image values. This was to avoid the effect that changing pockets of gas may have on constancy of the override ratio between CBCT and CT.
The procedure is illustrated in figure 2 , where the override ratio for a dose metric calculated from CBCT (C/D) should equal that calculated from CT (A/B).
The override-ratio method for determining CBCT dose calculation errors was validated using 5 patients with repeat planning CT (4 lung cases and 1 pelvis case). The override-ratio was calculated for several target and OAR dose metrics for both CT images for each patient. This allowed us to test the assumption that the override-ratio remains constant for a particular patient and radiotherapy plan. Patients having repeat planning CT will tend to be those where anatomical changes were observed during their radiotherapy. Hence this sample, while small, should test the robustness of the override-ratio method to significant changes between images.
RESULTS

Validation of override ratio method
For the five cases with repeat planning CT the override-ratio for the second CT was within 2% of the first CT for all of the dose metrics tested. The mean difference was 0.5 % with standard deviation 0.7 %. shows a histogram of the differences in override-ratio between the two CT images. It should be noted that some of the images used in this validation showed quite large anatomical differences between the two planning CT images. For example, figure 3b-c shows original and repeat CT images for one of the lung patients where there is a significant difference in lung volume, and tumour size. As a result of anatomical changes, the dose metrics tested were not always similar between the two images. Four out of five patients had at least one metric differing by more than 3% between the two images, with a maximum difference observed of 39%. The presence of these differences demonstrates that similar override-ratio values are obtained for two images of the same patient even when there are significant anatomical changes between the images (as may be the case during a course of radiotherapy). Figure 4 shows the estimated errors for each of the dose metrics assessed for pelvis patients, for raw (uncorrected) CBCT and after applying the shading correction. The mean error and spread of errors is greatly improved for corrected CBCT, with nearly all errors less than 2 % for the corrected images. Table 2 summarises the median and standard deviation of dose errors for each of the dose metrics used for pelvis plans. The percentage of dose metric errors greater than 2% and 3% is also shown. Figure 5 shows the estimated errors for each of the dose metrics assessed for H&N patients. Again the mean error and spread of errors is reduced for shading corrected CBCT. However for H&N images the errors for raw CBCT are already quite small, so the improvement is not as large as for pelvis images. See section 4 for further discussion of this. Table 3 summarises the median and standard deviation of dose errors for each of the dose metrics used for H&N plans. The percentage of dose metric errors greater than 2% and 3% is also shown. Figure 6 shows the estimated errors for each of the dose metrics assessed for lung patients. Again the mean error is reduced for shading corrected CBCT. The spread of errors is also reduced, although not as much as for pelvis images. A small proportion of dose metrics for shading corrected lung images have errors greater than 3%. Figure 6d shows the combined distribution of dose metric errors for lung CBCT images. The spread of errors is slightly larger than for pelvis and H&N images, but the dose errors are still significantly improved for corrected CBCT images, with less than 1% of measurements having error >5%. Table 4 summarises the median and standard deviation of dose errors for each of the dose metrics used for lung plans. The percentage of dose metric errors greater than 3% and 5% is also shown. 
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DISCUSSION
In this work we have demonstrated the clinical utility of CBCT image correction to restore accurate HU values allowing direct use of CBCT for dosimetric assessment of RT delivery. The results show that corrected CBCT can be used to assess the dosimetric effect of anatomical changes occurring during treatment. Practitioners can have a high degree of confidence (>95%) that RT dose metrics derived from the corrected CBCT images are accurate to within 2-3%. This confidence is vital for the adoption into clinical use of corrected CBCT since dose metrics derived from CBCT may be used to make changes to patients radiotherapy (for example if target underdose or OAR overdose is indicated by CBCT assessment).
Key features of our study are:
1. Use of a large set of test images (135 images over 45 patients including 3 anatomic sites). Other studies 7, [13] [14] [15] [16] have been based on a relatively small number of images, demonstrating feasibility of CBCT dose calculations rather than measuring performance. 2. Validation using clinically relevant dose metrics similar to those used in practice to assess accuracy of RT delivery. Previous validation studies of CBCT dose calculations in RT have reported improvement in image-based metrics (e.g. average HU error 6, 17 ), the clinical effect of which is difficult to interpret.
Dose metric errors for raw H&N CBCT images (see figure 5 ) are generally much smaller than those for raw pelvis or lung CBCT. This can be explained firstly because the diameter of the head is smaller than either pelvis or thorax, giving rise to fewer scattered X-rays and consequently less severe scatter artefacts. Secondly the majority of H&N images included in our study were acquired using a newer version of the XVI software (v5.0) than was used for the pelvis and lung images (mostly XVI v4.5). XVI v5.0 features improved calibration of CBCT Hounsfield Units, which results in generally smaller dose metric errors, arguably good enough for clinical use without further correction. However there is still an improvement after applying the shading correction. This is because the changes in XVI v5.0 only improve the global calibration level of the image and do not correct variations between different areas within the same image. It should also be noted that H&N CBCT images suffer from significant artefacts below the level of the shoulders, which are also present in XVI 5.0 images, but can be improved by the shading correction. 18 The effect of these artefacts is not seen in the dose errors presented here because we did not analyse dose in regions of the image where the full patient contour was not within the FOV.
A limitation of our study is that the true CBCT dose distribution is unknown, meaning that we had to approximate it using the override-ratio method described above. Some uncertainty in the estimates of dose metric error remains (as illustrated by our validation study where errors up to 2 % were seen for patients with repeat CT imaging). Alternative validation methods have been used in other studies, e.g. comparison to CT image acquired on the same day, or deformable image registration. However these alternatives are also subject to uncertainties, often of unknown size. We plan a future study using Monte Carlo to simulate CBCT based on patient CT images. The original CT can then be used to calculate a "gold-standard" dose distribution for comparison to the CBCT-based dose.
An alternative CBCT dose calculation method is based on deformable image registration of CBCT to CT images 7 . Deformable image registration tools have recently become available in commercially available software for radiotherapy (e.g. Varian Velocity, Mirada RTx), although their use for dose distributions is still controversial 19 . Further studies are required to assess dose errors arising from geometric uncertainties in the deformable registration process (typically several mm) 20 , and the robustness of deformable registration to large anatomical changes.
The relative simplicity of our correction algorithm allows it to operate robustly. This is an advantage compared to the use of deformable registration (CT-CBCT) which may fail where large changes occur between images. In addition the shading correction operates purely on the final reconstructed CBCT image. No access to projection data or image reconstruction is required. This is an advantage over projection based correction schemes 6, 10 , and allows the shading correction to be easily applied to images from different equipment manufacturers.
CONCLUSIONS
CBCT images processed using our shading correction algorithm can be used to assess RT delivered dose with a high degree of confidence that dose metrics derived from the CBCT dose calculation will be accurate to within 2-3%. The results show clear potential for the algorithm to streamline clinical workflow for use of CBCT in RT, by eliminating the need for time-consuming manual outlining of tissue types for application of density overrides.
